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[57] ABSTRACT 

A device for self-administration of physiologically ac¬ 
tive substances without the occurrence of overdosing, 
includes a container accommodating at least one sub¬ 
stance and propellant means for propelling the sub¬ 
stances out of the container, nozzle means connected to 
the container for discharging a substance, a valve con¬ 
nected between the nozzle and the container such that a 
predetermined amount of the substance is propelled 
from the container each time the valve has been opened, 
and manually activated electronic control means for 
opening the valve in response to manual activation of 
the electronic control means and for preventing open¬ 
ing of the valve greater than a predetermined number of 
times within a predetermined time period. 

4 Claims, 3 Drawing Sheets 
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